We describe a sensitive, specific, and precise procedure for determining fluoxetine and norfluoxetine in plasma, in which we use a gas chromatograph with an electron-capture detector.
Materials and Methods

Instrumentation.
We used a gas chromatognaph equipped with a 63Ni electron-capture detector Reagents Results Figure  1 shows representative chromatograms of the extracts of a human plasma blank, a standard, and a patient's sample.
The blank showed no significant peaks that would interfere with the quantitation of fluoxetine and norfluoxetine.
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